The purpose of this study was to develop a leaf-setting algorithm for Dynamic Multileaf Collimator-IntensityModulated Radiation Therapy (DMLC-IMRT) for optimal marker visibility. Here, a leaf-setting algorithm (called a Delta algorithm) was developed with the objective of maximizing marker visibility so as to improve the tracking effectiveness of fiducial markers during treatment delivery. The initial leaf trajectories were generated using a typical leaf-setting algorithm, then the leaf trajectories were adjusted by Delta algorithm operations (analytical computations and a series of matrix calculations) to achieve the optimal solution. The performance of the Delta algorithm was evaluated with six test fields (with randomly generated intensity profiles) and 15 clinical fields from IMRT plans of three prostate cancer patients. Compared with the initial solution, the Delta algorithm kept the total delivered intensities (TDIs) constant (without increasing the beam delivery time), but improved marker visibility (the percentage ratio of marker visibility time to beam delivery time). For the artificial fields (with three markers), marker visibility increased from 68.00-72.00% for a small field (5 × 5), from 38.46-43.59% for a medium field (10 × 10), and from 28.57-37.14% for a large field (20 × 20). For the 15 clinical fields, marker visibility increased 6-30% for eight fields and > 50% for two fields but did not change for five fields. A Delta algorithm was proposed to maximize marker visibility for DMLC-IMRT without increasing beam delivery time, and this will provide theoretical fundamentals for future studies of 4D DMLC tracking radiotherapy.
INTRODUCTION
Tumor positions are affected by respiratory motion and gastrointestinal peristalsis during radiotherapy (RT) treatment delivery (such as for lung cancer and prostate cancer) [1] [2] [3] . This presents a considerable challenge for delivering precise doses to a tumor via intensity-modulated radiation therapy (IMRT) [4] [5] [6] . Recently, a number of methods have been developed to take account of the intrafraction tumor motion problem, such as internal target volume (ITV) margins, respiration-gated radiotherapy, 4D radiotherapy (4D RT) and real-time tracking [7] [8] [9] .
These studies have indicated that 4D RT and real-time tracking have significant potential for handling the issue of a moving target. The principles of 4D RT have been previously described in other publications [10] , and real-time tracking methods have been investigated in phantom studies for the linear accelerator (LINAC), including dynamic multileaf collimator (DMLC) tracking and treatment-couch tracking [11] [12] [13] [14] [15] [16] [17] . However, 4D RT only considers the target motion before treatment delivery (during CT simulation and treatment planning), while real-time tracking only considers target motion during treatment delivery. As a consequence of these limitations, the characteristics of the target motion (periodic motion and aperiodic motion) cannot be considered solely by either 4D RT or by real-time tracking during radiotherapy treatment.
In order to make full use of the target motion information obtained before and during treatment delivery, a technique called 4D DMLC tracking radiotherapy (which combines 4D RT with real-time tracking) has been proposed by our research group. Here, we have focused on determining leaf trajectories for DMLCs, including determination of marker visibility, in order to make a theoretical study for the future development of this technique. DMLC-IMRT delivers leaf trajectories to generate desired beam intensity profiles by using a leaf-setting algorithm. A number of leaf-setting algorithms for DMLC-IMRT have been published [18] [19] [20] . These algorithms are used to optimize beam delivery time and total monitor units (MUs), and to eliminate tongue-andgroove (TG) effects, but not to account for target motion [18] [19] [20] . For the clinical use of 4D DMLC tracking radiotherapy, fiducial markers need to be implanted into or near to the patient's target, so the target can be monitored using imaging systems mounted on the LINAC, such as an electronic portal imaging device (EPID) [21] [22] [23] . Since fiducial markers may be blocked by a multileaf collimator (MLC) during DMLC-IMRT treatment delivery, the tracking effectiveness can be reduced. As a result, a new leaf-setting algorithm needs to be developed in order to increase the marker's visibility time to the EPID [24, 25] . So as to quantify the tracking effectiveness, the concept of marker visibility was proposed, that is, the percentage ratio of the marker visibility time to the beam delivery time. Based on this concept, the greater the marker visibility, the more the marker will be detected by the EPID. So, the marker visibility needs to be increased as much as possible in order to improve the tracking effectiveness. In this study, we developed a leaf-setting algorithm (called a Delta algorithm) with the objective of maximizing marker visibility, which discourages the blockage of fiducial markers in the optimized leaf trajectories without increasing beam delivery time.
This paper reports on the algorithm study, including the illustrations of the Delta algorithm, the mathematical proofs of its optimality and the evaluation of its performance with artificial and clinical fields.
MATERIALS AND METHODS

Basic idea of the proposed Delta algorithm
This study investigates a Delta algorithm that optimizes the MLC leaf trajectories of a given sliding window IMRT field by maximizing the time during which at least one fiducial marker is visible in portal images (i.e. located inside the MLC aperture). The delta algorithm takes the planned leaf trajectories from a leaf-setting algorithm as input and investigates the onset time for each individual leaf pair as the only degree of freedom for the optimization. Each marker has the same visibility duration for the non-optimized and optimized leaf trajectories, but in the latter the overlap of the marker visibility periods is minimized (i.e. the total period in which at least one marker is visible is maximized). Generally, the Delta algorithm gives a moderate improvement in marker visibility duration compared with the initially planned leaf trajectories.
Leaf trajectory
In general, the leaf trajectory is the description of the leaf positions that are correlative with the accumulated intensities (see Fig. 1 ). When the dose rate keeps constant during the beam delivery, the intensities can be represented in terms of time, i.e. the leaf position is correlated with time. In Fig. 1 , the x-axis represents leaf position from the leaf motion starting position (x L ) to the leaf motion ending position (x R ), and the y-axis represents the intensity (or the time) delivered by the radiation beam. Theoretically, x and I were digitized into discrete leaf positions and intensities, respectively [18] . Then, a leaf-setting algorithm with a sliding-window approach was developed to find the intensities delivered when the left leaf and the right leaf pass the leaf position, x, such that the desired I(x) is identical to I l (x) − I r (x).
The leaf trajectory indicated that the open aperture formed by an MLC leaf pair kept changing during DMLC-IMRT delivery. As a result, the implanted fiducial marker could not always be visible during beam delivery. Here, the concept of marker visibility V was proposed, that is, the percentage ratio of the marker visibility time (T m ) and the beam delivery time (T b ). 
For instance, the kth marker was located at x k position (see Fig. 1 ). A vertical dashed line at x k was intersected by the leaf trajectory at two points that denoted the starting point (t k,1 ) and the ending point (t k,2 ) of the marker visibility interval, i.e. the kth marker could be visible from t k,1 to t k,2 , and the marker visibility time was t k,2 -t k,1 . Additionally, the ending point of the leaf travel interval (t k,3 ) and the beam delivery time (T b ) could be determined directly from the leaf trajectory. Therefore, the marker visibility of the kth marker was (t k,2 -t k,1 )/T b . Based on the above illustrations, there were three intervals of note in Fig. 1: was the marker visibility interval (t k,1 -t k,2 ); was the leaf travel interval (0-t k,3 ); and was the interval between the endpoint of the leaf travel and the endpoint of the beam delivery (t k,3 -T b ), denoted as δ max,k . The variable δ will be described in more detail later in the text.
As indicated in Fig. 1 , the leaf trajectory of the kth marker can be transformed into a simplified diagram. This diagram is composed of four line segments. The solid line segment (t k,1 -t k,2 ) represents the marker visibility interval, while the dotted line segments (0-t k,1 , t k,2 -t k,3 and t k,3 -T b ) represent the intervals in which the marker was invisible. The length of each line segment indicates the duration from 0-t k,1 , t k,1 -t k,2 , t k,2 -t k,3 , or t k,3 -T b . In particular, the length of the line segment t k,1 -t k,2 is equivalent to the marker visibility time (t k,2 -t k,1 ). Rather than the leaf trajectory, this simplified diagram will be used to illustrate the algorithm for the remainder of this paper.
Vector T
Mathematically, the diagram can be defined as vector T, where:
where p is the number of fiducial markers; the first and second elements, t k,1 and t k,2 , are the starting and ending points of the kth marker visibility interval, respectively; and the third element, t k,3 , indicates that the kth MLC leaf pair will finish its delivery at t k,3 .
The whole vectors compose a matrix T ( p rows by three columns), generally: ; ð3Þ
where each row of the matrix T is a vector T, describing the time information of the leaf trajectory marker visibility.
Visible set
Marker visibility, according to our definition, may depend on the prescribed fluence map, the implanted marker position, the beam delivery time and the leaf trajectory. In this study, the prescribed fluence map and the implanted marker position were known conditions, and a new leaf-setting algorithm (called a Delta algorithm) was proposed under the premise of maintaining the total delivered intensities (TDIs) as the initial leaf trajectory, that is, the beam delivery time was required to remain constant. Therefore, the only parameter that can be adjusted is the leaf trajectory of each active MLC leaf pair containing the implanted fiducial marker. As can be seen in Fig. 2 , we superposed all the vector T diagrams to form a visibility set composed of all the marker visibility intervals. The starting and ending points of the visibility set were denoted as t s and t e , respectively. The total length of all solid line segments within the visibility set was the marker visibility time for these p markers. Apparently, variation in the vector T diagrams could lead to changes in the visibility set and the marker visibility time. By determining the variation in each vector T, the Delta algorithm will achieve the optimal marker visibility time as well as the optimal marker visibility.
Rearward movement duration Figure 3 shows the Delta algorithm operation for a vector T. Since the interval δ max,k between the endpoint of the leaf travel and the endpoint of the beam delivery (t k,3 -T b ) exists, the leaf travel interval can be rearward moved as long as
is called the rearward movement duration in this paper, thus δ max,k is the maximal rearward movement duration of the kth marker (see Equation 4 ). As a result, the marker visibility interval becomes t′ k,1 -t′ k,2 , where
Optimization problem
From the above illustration, the optimization problem is equivalent to finding the optimal value of variable δ for each vector T. It is given by the following:
where T m is the optimization objective. This is a constrained optimization problem (with a function of p variables) that can be written in vector form (see Equation 6 ). The constraint, 0 ≤ δ k ≤ δ max,k , sought to ensure that the beam delivery time was kept constant. The challenge was to find an optimal vector Delta that satisfies this condition, and can be solved using our developed Delta algorithm with an analytic method.
Illustration of Delta algorithm
As can be seen from Fig. 2 and Fig. 3 , determining the value of δ k depends on the previous k − 1 values of δ that have been fixed already. So, the order of determination is important in finding the optimal value of δ. For p active MLC leaf pairs containing the fiducial marker, there are factorial p (p!) possible permutations. Each permutation determines an order of setting values for δ. For instance, the ith permutation is denoted as P i (see Equation 7) , and the corresponding δ values defined by the Delta algorithm are given by Equation 8 .
From Equations 5 and 8, we know that the permutation and the marker visibility time have a 'one-to-one' relationship. Therefore, the Delta algorithm iterates all possible permutations so as to find the optimal corresponding marker visibility time. This is the analytical method of the Delta algorithm.
In order to illustrate this method mathematically, we defined a matrix Delta of p-rows by p!-columns. Generally, 
where Δ i is the ith vector Delta, and δ k,i is the rearward movement duration of the kth marker for the ith permutation which can be obtained from T and T b (see Equation 8 ). The marker visibility time corresponding to the permutation (each column of the matrix Delta) composes the vector T m (see Equation 11) , and then the optimal marker visibility time can be obtained (see Equation 12 ) so as to derive the optimal marker visibility (see Equation 13 ). Finally, the optimal vector Delta is obtained, including the optimal values of δ for these p leaf trajectories (see Equation 14) . Moreover, we have the optimal matrix T, which is given by:
In summary, the Delta algorithm is implemented as follows.
(i) Using a typical leaf-setting algorithm, generate the initial leaf trajectories [18] . (This step requires the intensity matrix.) (ii) Acquire matrix T and T b from the initial leaf trajectories and the marker positions (see Equation 3 ). (This step requires the 3D coordinates of the implanted marker and the gantry angle.) (iii) Calculate matrix Delta using matrix T and T b (see Equation 8 and 9). (iv) Find the optimal vector Delta using an iteration method, and then derive the maximal marker visibility (see . (v) Generate the optimal leaf trajectories from the optimal vector Delta (see Equation [14] [15] [16] . The flowchart of the Delta algorithm is given in Fig. 4 ( programmed in MATLAB language).
RESULTS
An example
To explain how the Delta algorithm works, we took the following simple intensity matrix as an example (see Fig. 7 ). Five active MLC leaf pairs were used to deliver a 2D intensity profile with a maximal intensity level of 10. Here, the three markers, denoted mA, mB and mC, were located in the leaf pairs A, B and C, respectively (the markers were represented as squares in Fig. 7 ). We assumed that the leaf step was 0.5 cm, the dose rate was 1 intensity/s and the leaf speed was 0.5 cm/s. The implementation of Delta algorithm for this example is as follows.
(i) The initial leaf trajectories were generated for the leaf pairs A, B and C (see Fig. 8a , c and e).
(ii) The matrix T was obtained from the initial leaf trajectories and the marker positions (see Equation 3 ). From matrix T, we knew that the marker visibility intervals were 1.5-5.5, 1.5-8.5 and 1.5-6.5 (with marker visibility times 4, 7 and 5, respectively), and the leaf travel intervals were 0-14, 0-19 and 0-11 (δ max was 5, 0 and 8) for mA, mB and mC, respectively. We also knew that the beam delivery time T b = 19. 
(iv) From T and Δ, we obtained the corresponding marker visibility time for each permutation (see Equation 11 ). Then, we knew that the optimal marker visibility time T m,opt = 13 (see Equation 12) :
(v) By finding T m,opt , the optimal Δ i and T could be obtained (see also Equations 14-16): 
(vi) Optimal leaf trajectories were generated for leaf pairs A, B and C (see Fig. 8b, d and f ) . Compared with the initial leaf trajectories, the marker visibility time increased from 7 to 13, so the marker visibility increased from 36.84 to 68.42% (as indicated by the vector T diagrams in Fig. 9 ). (vii) To verify the correctness of the leaf trajectories generated here, the fluence maps were recomputed for the initial and the optimal leaf trajectories (see Fig. 10 ). We found that the fluence map delivered by the optimal leaf trajectories was the same as the initial one, and they were identical to the desired intensity matrix. This confirmed the new leaf-setting algorithm was correct.
Artificial fields
We evaluated the Delta algorithm performance using six randomly generated artificial fields. The intensity levels within the fields were randomly set to an integer values between 0 and 10. The characteristics of these fields were as follows: (a) small field (5 × 5) with single marker; (b) small field (the same as case (a)) with three markers; (c) medium field (10 × 10) with single marker; (d) medium field (the same as case (c)) with three markers; (e) large field (20 × 20) with single marker; (f ) large field (the same as case (e)) with three markers. The marker positions within the intensity fields were randomly generated. Table 1 shows a comparison of the results from the initial and the optimal DMLC leaf trajectories, and the optimal SMLC leaf sequences in terms of total delivered intensities (TDIs) and marker visibility. The table indicates that: (i) compared with initial results, TDIs were kept constant; (ii) compared with initial results, for the fields with a single marker, the marker visibility was unchanged for case (a), (c) and (e); for the fields with three markers, the marker visibility improved from 68.00 to 72.00%, from 38.46 to 43.59% and from 28.57 to 37.14% for case (b), (d) and (f ), respectively; (iii) compared with SMLC mode, TDIs with DMLC mode increase 25.00% for the small field, 34.48% for the medium field and 40.00% for the large field; (iv) compared with SMLC mode, marker visibility decreased 20.00%, 28.00%, 25.66%, 47.33%, 28.58% and 33.68 for cases (a-f), respectively.
Clinical fields
We also evaluated the Delta algorithm performance using Table 2 shows a comparison of the results from the initial and the optimal DMLC leaf trajectories with the optimal SMLC leaf sequences, in terms of TDIs and marker visibility. This table indicates that: (i) compared with initial results, TDIs were kept constant; (ii) compared with initial results, marker visibility improved for 10 fields (increased 6-10% for three fields, 10-20% for four fields, 20-30% for one field and > 50% for two fields), but was unchanged for the other 
DISCUSSION
A number of leaf-setting algorithms have been developed to deliver arbitrary beam intensity profiles for 3D IMRT. For future 4D RT planning, the additional dimension 'time' has been considered in several approaches, such as ITV margins, deformable registration and probability distributions, but these approaches require knowledge of the target motion in advance. Although 4D CT is an acceptable solution, realtime tracking with implanted fiducial markers is preferable because of discrepancies in the target motion pattern between CT simulation and treatment delivery. For real-time tracking radiotherapy, the primary requirement is that the fiducial markers are visible as long as possible on EPID so as to ensure the tracking effectiveness. In this study, we have proposed a new leaf-setting algorithm (a Delta algorithm) that determines marker visibility in order to minimize blocking of the fiducial markers by the MLC leaf pairs. This is unique compared with other leaf-setting algorithms.
By adjusting the initial leaf trajectories, the Delta algorithm can generate the optimal leaf trajectories with maximal marker visibility while keeping the beam delivery time constant. Its correctness has been verified by an intensity matrix example. To evaluate the feasibility of the Delta algorithm, six randomly generated artificial fields and 15 clinical fields were used. For the artificial fields, marker visibility increased for cases b, d and f (fields with three markers), while keeping the TDIs constant. But for fields with a single marker, marker visibility was unchanged because the marker visibility time could not be prolonged for a single leaf pair (the intensity level of the beamlet where the marker location was fixed). For the clinical fields, marker visibility increased for 10 fields, but was unchanged for the other five fields. It should be stressed that the optimization objective of the Delta algorithm is to maximize marker visibility, but not to improve it. If the marker visibility of the initial solution has the same value as the theoretical maximum, the optimal solution cannot increase the marker visibility.
Based on the definition of marker visibility and the performance evaluation results, the value of marker visibility appears to depend on the number of fiducial markers, the field size and the TDIs. Tables 1 and 2 indicate that, generally: (i) the greater the number of markers, the larger the marker visibility; (ii) the bigger the field size and the greater the TDIs, the lower the marker visibility; (iii) DMLC-IMRT needs to deliver much greater intensities than SMLC-IMRT to obtain the same fluence map. Consequently, marker visibility would be decreased with DMLC mode. It has been suggested that implanting more fiducial markers might be Fig. 9 . The corresponding vector T diagrams for both initial and optimal leaf trajectories and a comparison between the two visibility sets. favorable for tracking, but in practice this would increase the discomfort and side-effects for patients. It has also been suggested that increasing the complexity of the field might lower the tracking effectiveness.
The computational efficiency was also evaluated by our study. Obviously, the CPU time depends on the scale of the optimization problem. For a given field from the artificial and clinical fields in this paper, it took < 0.1 s for Delta algorithm optimization (Intel 2.83 GHz Quad CPU, 4 GB memory). Consequently, the computational efficiency was sufficient to integrate the Delta algorithm into a 4D treatment-planning system as a functional module in the future.
Furthermore, in this work, we proposed several concepts to illustrate the algorithm, such as marker visibility, marker visibility interval, leaf travel interval and rearward movement duration (δ). These concepts are theoretical fundamentals on which to base future studies of 4D DMLC tracking radiotherapy.
However, the proposed algorithm also has scope for improvement. The first issue to consider is marker movement during irradiation. A feasible solution would be to combine this study with the published DMLC tracking technique [13, 14] . By using the DMLC tracking, the implanted marker is 'static' relative to the radiation field. From there, we could achieve improved marker visibility using the Delta algorithm. The second issue is to determine the marker visibility contribution for the preset optimization parameters, such as intensity level, leaf gap, EPID image sets (frame speed) and so on. Because this paper was a theoretical study, the Delta algorithm could improve on the 'theoretical' marker visibility using the computer. Research into improving 'practical' marker visibility now needs to be carried out.
A new leaf-setting algorithm has been developed to generate leaf trajectories for DMLCs with maximal marker visibility. In this work, we have described several concepts to illustrate the algorithm, and these concepts are theoretical fundamentals on which to base future studies of 4D DMLC tracking radiotherapy. By determining the value of δ for each MLC leaf pair, the Delta algorithm can yield optimal leaf trajectories with maximal marker visibility while still keeping the beam delivery time constant. The implementation of the Delta algorithm has been achieved using analytical methods, and the optimality has been proven mathematically. The correctness of the Delta algorithm has been verified using an example of a 2D intensity profile, and its feasibility has been evaluated using six randomly generated artificial fields and 15 clinical fields. Evaluation of the results has indicated that the Delta algorithm can improve marker visibility without increasing TDIs. Furthermore, the computational efficiency is sufficient for integrating the Delta algorithm into a 4D treatment planning system as a functional module in the future.
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APPENDIX
Mathematical proofs of optimality
Firstly, we introduced some concepts for the following proofs: 1) feasible vector Delta; 2) eigenvector Delta; 3) c posterior-marker visible time; 4) front-most marker.
Feasible vector Delta: the fact that Δ = (δ 1 , …, δ p ) T is feasible requires:
Eigenvector Delta: the eigenvector Δ E = (δ E1 , …, δ Ep ) T satisfies that there exists δ Ei = 0, i = 1, …, p. c posterior-marker visible time: for an arbitrary constant c > 0, it is supposed that the marker is not visible when it appears ahead of c, then the marker visible time is called c posterior-marker visible time. If c posterior-marker visible time is taken as the optimization objective, Delta algorithm only considers the markers that could be c posterior-visible (see Fig. 5 ). For instance, the vector T diagrams of two markers are shown in Fig. 5(a) , there are three cases when introducing c posterior-marker visible time: 1) neither of the two markers could be visible behind c (see Fig. 5(b) ), that is, t 1,2 + (T b -t 1,3 ) ≤ c and t 2,2 + (T b -t 2,3 ) ≤ c; 2) only one of the markers could be visible behind c (see Fig. 5(c) ), that is,
In this case, the Marker 2 could be regarded as a new marker with t' 2,1 = c and t' 2,2 = min (t 2,2 + (T b -t 2,3 ), t 2,2 + c-t 2,1 ) for Delta algorithm optimization; 3) both of the two markers could be visible behind c (see Fig. 5(d)), that is, t 1,2 + (T b -t 1,3 ) > c and t 2,2 + (T b -t 2,3 ) > c. In this case, both of the markers could be regarded as new markers with t' 1,1 = c, t' 1,2 = min(t 1,2 + (T b -t 1,3 ), t 1,2 + c-t 1,1 ) , t' 2,1 = c and t' 2,2 = min(t 2,2 + (T b -t 2,3 ), t 2,2 + c-t 2,1 ) for Delta algorithm optimization.
Front-most marker: the marker satisfies t i,1 + (T b -t i,3 ) ≥ t f,1 for all i ≠ f, when δ f = 0. The example of a front-most marker, the fth marker, is shown in Fig. 6 .
Next, we established theorems to demonstrate the optimality of Delta algorithm. There have 3 cases: t 1,2 ≤ t 2,1 (or t 2,2 ≤ t 1,1 ) Obviously, the optimal marker visible time is T m,opt = (t 1,2--t 1, 1 ) + (t 2,2 -t 2,1 ). Since t 1,2 ≤ t 2,1 , we have δ 1,1 = δ 2,1 = 0. So, T m,1 = (t 1,2 -t 1,1 ) + (t 2,2 -t 2,1 ). We also have δ 1,2 ≥ 0 and
